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User Guide 
 Kilobase (L3) Cartridge Kit for Qsep1-Lite (C105206-L) 

 
Preparation 

Prepare buffer, size marker mix, and sample mix. Once done, remove the tube caps and 
allocate them at the corresponding positions. 
 

Position: Reagent Volume (μl) 

S well: Separation buffer 200  

P well: distilled water 50  

C well: distilled water 200 

 

Size Marker Mix Volume (μl) 

Size Marker (C109700) 4  

Alignment marker (20-1k) 16  

 
Sample Mix Volume (μl) 

Sample 2  

Alignment marker (20-1k) 8  

Add 2 μl sample and 8 μl alignment marker in 0.1 ml tube, and gently pipette to mix 
thoroughly. 
 

*Buffer and size marker mix must be placed in 0.2ml PCR tubes. 

*Sample mix must be placed in 0.1ml tube (C104252). 

**Stored at room temperature, size marker mix can be used for 3 days.  

**Stored at 4℃, size marker mix can be used for a week. 

1. Click “Open Sample Door” and put the sample tray into Qsep1-Lite. 

 

 

 
 
 
2. Click “Park” to close the sample door. 

 

 

 

 

3. Push the button to open the cartridge door and insert the cartridge. 

 

 

 

 

Operation 

*Push the sample tray to the end. 

*Cartridge guiding groove must face front. 
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4. Click “Latch” and the cartridge information will be displayed. 

 

 

 

 

5. Select “Method” and “Next” 

 

 

 

 

 

6. Click the well to select sample position. 

The “Next” will be enable after select sample position and move to “Park” position. 

 

 

 

 

 

 

7. Confirm the analysis information and adjust the separation duration time (optional). 

Click “Run” to start the analysis. 

 

 

 

 

 

 

8. View the result and get peak information (including Time, RFU, bp and so on). 

 

 

 

 

 

 

*Must run a size marker every 24hrs. 
 (Create Size Marker) 
 
*If size marker had been created 
within 24hrs, user can choose to use 
the recent size marker data to do the 
calculation. 


